[Evaluation methods of HME with tracheostomized patients].
This paper introduced the measurement methods of heat and moisture exchanger during tracheotomy with two main parameters (water loss and pressure drop) and proposed more heat and moisture exchanger evaluation indicators such as the death chamber, the heat exchange rate, as well as those parameters can be used to evaluate the reasonableness of the heat and moisture exchanger performance.